[Automatic blood platelet count. A method for controlling correctness of an analyzer performance].
The estimation of the results of automatic calculations of the blood platelets was made. The probability of the false thrombocytopenia data obtaining has been noted. The use of this method for the preliminary calculation of the platelets number in stained blood sample and revealing the cases with false thrombocytopenia has been suggested.